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DESIGN OF THE KULTIIAYER INSULATION SYSTEM FOR THE SUPERCONDUCTING SUPER 

COLLIDER 50 mm DIPOLE CRYOSTAT 

ASS TRACT 

W.N. Boroski, T.H. Nicol, and C.J. Schoo 

Fermi National Accelerator Laboratory 
Batavia, Illinois 

The development of the multilayer insulation (MU) system for the 
Superconducting Super Colllder (SSC) SO llllD colllder dipole cryostat ls an 
ongoing extension of work conducted during the 40 mm cryostat program. 
Yhlle the basic design of the HLI system for the 50 mm cryostat resembles 
that of the 40 mm cryostat, results from measurements of HLI thermal 
performance below 80K have prompted a re-design of the HLI system for the 
20K thermal radiation shield. Presented is the design of the HLI system for 
the SO mm colllder dipole cryostat, with discussion focusing on system 
performance, blanket geometry, cost-effective ·fabrication techniques, and 
built-in quality control measures that assure consistent thermal performance 
throughout the SSC accelerator. 

INTRODUCTION 

The design requirements for the thermal insulation system in the SSC 
collider dipole cryostat dictate that heat leak from thermal radiation and 
residual gas conduction be limited to 0.677 W/m2 to SOK, 0.093 W/m2 to 20K, 
and 0. 003 W/m2 to 4K. Moreover, the insulation system must perform reliably 
throughout the 25-year operating life of the accelerator in an environment 
which includes severe thermal cycles, radiation exposure, and upset 
insulating vacuum conditions. Essential to meeting these requirements ls 
an insulation system design that 1) limits radiant heat transfer to design 
limits; 2) has sufficient volumetric heat capacity to reduce the effects 
of thermal transients; 3) has sufficient layer density for improved gas 
conduction shielding; and 4) is comprised of materials suitable for 
extended use in a high radiation environment. Finally, the system design 
must be such that cost·effective fabrication and installation techniques 
establish consistent thermal performance throughout the entire accelerator. 

The thermal insulation system for the SO mm colllder dipole cryostat 
ls comprised of cryostat-length assemblies of multilayer insulation 
fabricated and installed as blankets on the 4.5K cold mass and the 20K and 
SOK thermal radiation shields. 1 



Table 1. Structural Properties of Candidate Material• 

ORGANIC MATERIAL POLYESTER PCIL.YIMIOE POL YAM I OE 

TRADE NAME' ti'YLAR .. REEMAY .. OACRCIN l<APTON ' NYLON .. CEREX 

0.4X "501' Rt. t. 3;1, • 50;1, Rt. e.ox • sox Rh 
MOISTURE 
ABSOAPT I ON REEMAY SPl.Nl!ONOEO CEREX 5l'U'<eONl£O 

0.5X • 98X Rh 3-SX • 95X Rh 

DACRON NET NYLON t<-ET 
1.t • 10-4 1/1 4.0 • 10-2,1, 

OUTGASSED MASS D0..6LE ALl.MlNIZEO PER \.Jlil1T oouet..E ALLM IN I ZEO KAP TON MATERIAL MASS -· lillYLAA 
10·3 ,1, 3.1 • , 0 31'• 

2.6 • 3.9 )IC to- tit 

IONIZING RADIATION 5.7 x 108 RAO s.o )IC 10 9 RAO 7.0 x 10
7 

RAO 
DAMAGE C50% MAX. MECHANICALl (507. MAX. MECHANICAL.) ISOX MAX. MECHANICAL> 

3-5 ml/g • t0
9 

RAO 
20-25 ml/~• t09 RAO 

IRRADIATION EVOLVED ~IS~> .. 0120%1 1 

GASES ~<70Xl, C02 120Xl,, fCtZ"/.l., N2CB"l.l,. 
<10Xl Oz 3Y.l 

t DUPONT OE NEMOURS & COJ AEEMAY INC; JAMES RIV~ CORP. 

MATERIALS SELECTION 

The selection of materials for the ML! system was formulated after 
consideration of such design parameters as mechanical strength, radiation 
tolerance, hygroscopicity, vacuum outgassing rates, and thermal performance 
measurements1- 1 • Candidate materials that were considered for use include 
polyesters, polyimides, and poly amides; structural properties of these 
materials are tabulated in Table 1. The material of choice for each of the 
ML! blanket components is polyethylene terepthalate (PET), a polyester. The 
material was chosen for its high strength, low moisture absorption, low 
outgassing rate, and 'high resistance to ionl:dng radiation damage. Table 
2 outlines the materials selected for use in the 50 mm cryostat insulation 
system. 

Table 2. Materials selected for the 50 mm. cryostat insulation system 

BLANKET MATERIAL DESCAIP110N cx:M>N« 
COvf'CN:NT 

FERECTCJ'I ALUMINUM VIA ALUMINIZED METAL Mll. TPlE VENDORS 
VACWM DEPOSITION COATINGS; earn SIDES; 

EMISSIVITY c0.03 
FERECTCJ'I POLYElHYl.EtE FLAT FILM, 0.03 mm THICK, OUPONT&CO. 
SUBSTRATE TEREPHTHALATE NO PERFCAATIONS 
SPACER POL YEllM.EtE SPIJNBON)EO POLYESlCR, REEMAY, INC. 

TEREPHTHALATE 0.1rnm THICK. 17 o/m2 
COVER I.AYERS POL YETH\li.J:N: SPUNBON:lED POL YES1CR. REEMAY, INC. 

TEREPHTHALATE 0.23mm THICK. 46 otm2 
HOO< FASTEl'ER POLYESTER HOOK ISO, WHITE I012 VELCRO USA, INC. 

WIDTHS: 2Smm & 50mm 
LOOP FASTEl>ER POLYESTER LOOP '2000, WHITE I012 VELCRO USA, INC. 

WIDTH:25mm 
lHAEAD POLYESTER V125 WHITE BELDING CORTICEl.l.I THREAD CO. 
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BLANKET DESIGN GEOMETRY 

SOK KLI System Configuration The insulation system for the SOK thermal 
shield must have a mean apparent thermal conductivity of 0. 76 x 10"1 V/cm-K 
to meet the design heat load budget to SOK. This ls achieved by using a 
multilayer insulation system comprised of reflective layers of aluminized 
polyester separated by spunbonded polyester spacer layers. The apparent 
thermal conductivity of an MLI blanket comprised of these materials baa been 
measured to be 0.52 xl0"1 V/cm-K ln the temperature range 300K to SOK1 • 

The SOK MLI system consists of two 32-reflectlve-layer blanket 
assemblies for a total build of 64 reflective layers.. The blankets are 
designated as the inner SOK and outer SOK blanket, respectively. Each 32-
layer blanket has a nominal stack height of S.86 1111 which equates to a mean 
layer density of 3. 61 layers/1111. The design geometry of the SOK outer MI.I 
blanket ls shown in Figure 1. The design geometry for both BOK MLI blankets 
ls the same with the exception of the emissivity flap. The emissivity flap 
consists of three layers of DAM which are folded over the seam area of the 
blanket during cryostat assembly. The flap serves to maintain the low 
emissivity of the blanket over the entire outer surface area. The inner SOK 
MLI blanket does not require an emissivity flap as the outer SOK MLI blanket 
covers the stepped joint / stepped seam area of the inner blanket. 

The reflective layers of the SOK MI.I system are comprised of 0.03 mm 
thick PET film, aluminlzed with a nominal coating thickness of 350 
angstroms, or 0.9 ohms/square, per side. The reflective layers are held 
apart by single spacer layers of 0.10 mm spunbonded PET material. Single 
layers of 0.23 mm spunbonded PET cover the blanket top and bottom, and serve 
to position the polyester hook and loop fasteners at the blanket edges. The 
fasteners are affixed to the cover layers by sewing. A third 0.23 mm PET 
layer ls located midway through the blanket assembly to separate the upper . 
and lower 16 reflective layers. The multiple blanket layers are sewn 
together as an assembly along both edges of the blanket. Non-lubricated 
polyester thread is used in all sewing operations. 
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Figure 1. Outer SOK MI.I blanket geometry 
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Figure 2. Thermal performance of the stepped seam geometry 

At each blanket edge, the upper MLI layers are sewn together from the 
upper cover layer through to the midlayer, with the thread terminated in the 
heavier midlayer material. The seam location is then incremented 7.62 cm 
laterally along the midlayer, and the lower MLI layers are sewn together 
from the heavy midlayer through to the lower cover layer. The resulting 
stepped-seam geometry is shown in Figure 1. Sewn seams are advantageous in 
that they hold the many layers together in •-package that-can be treated as 
a single entity during shipping, handling, and cryostat installation. The 
trade-off comes through increased conduction through the blanket. 

Thermal performance measurements have been conducted on various sewn 
seam geometries to study the effect of sewn seams on MLI blanket thermal 
performance8 . Results from these measurements that illustrate the effect 
of various sewn seam geometries on MLI blanket performance are presented in 
Figure 2. As evidenced by the data, solid conduction through a straight· 
through seam significantly increases the heat transfer rate through the 
blanket. However, a step of 7.62 cm in the sewn seam reduces the amount of 
solid conduction heat transfer through the blanket to acceptable levels by 
interrupting and lengthening the conductive heat path of the thread. With 
the stepped seam geometry, the KLI system design meets the infrared heat 
load budget to 80K. 

20K HLI System Configuration The MLI system for the 20K thermal shield 
must have a heat flux less than 93 mW/m2 to meet the heat load budget to 
20K. Calculation of radiation heat transfer between two aluminum dipole 
cryostat thermal radiation shields of "ideal• surface finish, with no MLI 
installed, predicts that the heat transfer rate will be 29 mW/m2 , which is 
well below the design heat load budget. This prediction is substantiated 
by experimental data which shows low heat transfer rates between aluminum
taped surfaces for temperatures below 80K7

• 1 • Furthermore, evidence has been 
presented that suggests that KLI should not be installed on surfaces below 
80K1 •9 • However, several conditions and assumptions exist which must be 
addressed when considering these statements. 
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Experimental result• which ahow low heat transfer rate• between two 
aluminum surface• are made under ideal laboratory conditions where 1) 
surface contamination i• controlled to assure low surface emisaivity; and 
2) insulating vacuum levels are in the region where residual gas conduction 
is negligible. In practice, the thel'llal shield• of the cryostat will be 
used as h, with no special actions taken to achieve as low a value of 
surface emissivity as theoretically possible. 11\e result will be surface 
emissivities significantly higher than those experienced under ideal 
conditions. In fact, assuming •working• shields with surface emlssivltiea 
approaching 0.1, the heat flux to 20K increases to 129 mV/m1 , substantially 
higher than the design budget. Vlth respect to insulating vacuum, it ia a 
reality of accelerator operation that the system be operable during periods 
of insulating vacuum considerably above 10"1 torr. Heat leak into the SOK 
shield is rather insensitive to fluctuations in insulating vacuum as lt la 
driven primarily by radiation heat transfer. However, heat leak into the 
20K shield is highly sensitive to pressure, end increases rapidly above 10"5 

torr. 11\e addition of an MLI blanket on the 20K shield serves not only as 
an impedance to infrared heat transfer but to gas conduction as well, as the 
radiation shields also function as gas conduction shields10•11 • 

With respect to measurement results which suggest that KLI should not 
be installed on surfaces below SOK, one must consider the effects of 
aluminum coating thickness on MLI performance at very low temperatures. If 
the addition of an MLI blanket on a low temperature surface (in the region 
4K • 20K) causes an increase in the heat transfer rate between boundary 
surfaces, then one must consider what has changed. Given the same degree 
of insulating vacuum, the only change is in emissivity of the cold boundary. 

Since aluminum has electrical resistivity, an electromagnetic wave 
will penetrate some distance into the aluminum before being absorbed or 
reflected. 11\is phenomenon, known as radiation tunneling, explains why the 
thickness of a metallized coating has a considerable effect on the 
emissivity of metallized films. The thicker the metallized coating, the 
higher the reflectivity and lower the emissivity. And es electromagnetic 
wavelengths increase with decreasing temperature, then the radiation 
tunneling defth also increases, causing a subsequent increase ln 
emlsslvlty10•1 • This effect has been seen experimentally by Obert, et al. 13 , 

during surface emissivity measurements. Vhen alumlnlzed Mylar was placed 
over a stainless steel surface, the reflectivity for the 300K to 77K case 
improved by a factor of 5. However, for the 77K to 4K case the emissivity 
was found to "deteriorate drastically•, becoming worse than the stainless 
steel surface itself. 

Of further concern is the increase ln transmisslvity of thin aluminum 
coatings et low temperatures. Transmisslvity can be defined as the percent 
of radiant energy striking an object that passes through without 
restriction. Figure 3 is a theoretical calculetion14 of the transmissivlty 
through various aluminized coating thicknesses as a function of temperature. 
Note that a coating thickness of 300 angstroms serves well to impede the 
passage of radiant energy above lOOK. However, a rapid increase in 
transmittance ls seen·with decreasing temperature until at lOK approximately 
55\ of all radiant energy striking the surface will pass through unhindered. 
It is interesting to note that several researchers have compared the 
performance of aluminum tape to NRC-2 insulation at 4K; the nominal coating 
thickness for NRC-2 is 250 angstroms per side. Some increase ls seen in 
performance as the metallized film thickness increases, although it becomes 
rather small above 500 angstroms. The nominal aluminized coating thickness 
specified for the 20K KLI system ls 600 angstroms per side. 
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Figure 3. Transmissivity as a function of coating thickness 

The final issue which must be addressed in MLI performance below BOK 
is that of solid conduction through the blanket layers. Below BOK, solid 
conduction becomes the dominant mode of heat transfer through an MLI 
blanket. Since infrared heat transfer drops off rapidly below BOK, the 20K 
MLI system does not' require a large number of reflective layers. Hence, the 
total number of reflective layers in the 20K blanket has been decreased from 
32 on the 40 mm design to 10 layers for the 50 mm design. To further limit 
solid conduction through the blanket, three spacer layers have been added 
between each set of reflective layers to decrease layer density. 

A series of thermal performance measurements between BOK and 20K are 
underway to experimentally evaluate the design of ·the MLI system 'for the 20K 
shield. The first measurement completed was on a 32-layer MLI blanket 
modeled after the SSC 40 mm dipole cryostat design. Vith the wal'll surface 
operating near BOK, the measured heat flux through the blanket was 231 
mV/m2 , a factor of 2.5 higher than the design budget. The aluminized Mylar 
had a nominal coating thickness of 350 angstroms per side. Thermometers 
installed on the individual blanket layers showed evidence of thermal 
shorting between adjacent layers. A graph of the data plotting individual 
layer temperatures through the body of the blanket at steady-state is 
presented in Figure 4. The high degree of the1'118l shorting between layers, 
evident in the data, offers one explanation for the excessive heat load. 

Performance measurements on a MLI blanket modeled after the present design 
of 10 reflective layers each separated by three spacer layers are currently 
underway. The test blanket will have sewn seams comparable to those 
specified in the cryostat design. Finally, the blanket will contain 
thermometers to evaluate the interlayer temperature distribution under 
various operating conditions. 

At present, the blanket design specified for the 20K MLI system 
incorporates 10 reflective layers of PET fil.Jl aluminized with a nominal 
coating thickness of 600 angstroms, or 0.45 ohms/square, per side. The 
reflective layers are held apart by sets of three spacer layers of 0.10 mm 
spunbonded PET material. Single layers of 0.23 mm spunbonded PET cover.the 
blanket top and bottom to position the polyester hook and loop fasteners. 
The multiple layers are sewn together along both edges of the blanket. 
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Figure 4. Temperature profile through a 32-layer MLI blanket 

At each blanket edge, the upper MLI layers are sewn together from the 
upper cover layer through to the middle three layers of 0. 10 mm PET 
material, with the thread terminated in the three layers. The seam location 
is then incremented 7.62 cm laterally along the midlayer, and the lower·MLI 
layers are sewn together from the middle three layers through to the lower 
cover layer. The resulting stepped-seam geometry is shown in Figure 5. 

Cold Mass ML! Conft&uration . llhUe. ra.dia~ion .heat transfer between 20K 
and 4K is almost negligible, the region is very sensitive to changes in 
insulating vacuum. Results from computer modeling have shown that the 
presence of a 10-layer MLI blsnket on the cold mass si~ificantly reduces 
the heat leak into the cold mass at pressures above 10. torr15 • Thus, the 
primary function of the cold mass blanket ls to impede residual gas 
conduction between 20K and 4K. 
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Figure 5. 20K MLI blanket geometry 
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The KLI •ystem for the 4K cold mas• conai•t• of• single 5-reflective· 
layer bl•nket assembly, spirally wrapped twice around the cold mas• surface 
for a total of 10 reflective layer•. The KLI i• installed on the cold mass 
between support locations; there is no KLI around the cold mass cradle 
assemblie1. The blanket design incorporates 5 reflective layer• of double· 
aluminized PET film, separated by single spacer layers of 0 .10 mm spunbonded 
PET material. The cold mass blankets do not employ heavy PET cover layers 
or hook and loop fasteners, but are held in place with 7 .62 cm wide 
reflective adhesive-backed tape. The MLI layers ere sewn together near both 
edges of the blanket during blanket fabrication. During cryostat 
installation, one sewn seam is cut off as the blanket is spirally-wrapped 
onto the cold mass. The remaining sewn seam serves to maintain layer 
registration and hold the blanket assembly together. 

METHOD OF FABRICATION 

A large diameter winding apparatus is used to fabricate the KLI 
blankets for the 4.5K cold mass and the 20K and SOK shields. The apparatus 
consists of a rotatable mandrel having a 5.5 meter fixed diameter with an 
outer surface that is crowned with a convex cross-section. A cross-section 
view of the mandrel is illustrated in Figure 6. Adjacent supply spools hold 
the blanket reflective and spacer materials. The function of the apparatus 
ls to wrap the appropriate number of KL! blanket layers around the fixed 
mandrel. Since each wrap of MLI material increases the circumference of the 
mandrel, each successive layer of material is slightly greater in length 
than the preceding layer. Additionally, the convex surface of the mandrel 
causes the amount of material between sewn seams in the width direction to 
increase as successive layers are wrapped. Thus, the blanket fabrication 
method provides integral material in its length and width dimensions to 
accommodate thermal contraction to cryogenic temperatures. The last layer 
wrapped onto the mandrel has the greatest length; therefore, it becomes the 
first layer against the cryogenic surface. 

LOOK ING INTO LEAO DD ar ..._I !IL.N«ET 
STEP 7 • S£WN SEAM f"ADit COVEFI LAYEFI 

TO MIO·BLN«ET LAYER 
STEP 8 • COLO SJOE CO\l'EFt LAYER 

STEP 5 • "-I - 18 LATt:RS DAW 

~~~~~~~~~~~~~~~~~~~STEP 4 • MIO·eLN«ET LAl'Dt STEP 3 • M..1 - 11!! 1..A'l'EAS O""' 
STEP 2 · EMISSIVITY '"LAP • l LAYERS 01'M 
STEP I • WARM SID£ COVER LAYER 

STEP B • SEWN SEAM f'ACIW MIO-BLAl«ET 
U.VER TO COVER LAYER 

Figure 6. HLI blanket fabrication procedure 

8 



Each finiahed blanket is bound together at it• edgea by sewing through 
the blanket with a lock-•titch set at 1.5 •titches per ca. The sewn seam• 
are made by rotating the blanket through a 1tationary sewing machine while 
the blanket remains on the mandrel. Thi• method serve• to "lock in" the 
extra material for thermal contraction, as well as fixing the mean layer 
density of the blanket. Once the sewing operation is completed, a single 
cut 1s made across the width of the blanket parallel to the mandrel axis and 
the assembly removed from the mandrel. 

The resulting MLI blanket has sufficient length and width for an SSC 
shield or cold mass assembly. In addition, the sewn seams serve to control 
layer density while insuring interlayer cleanliness, three-dimensional 
stability, and extra material to accommodate thermal contraction. Finally, 
the sewn seams fix interlayer registration to maintain support post 
penetrations and blanket edge alignment during shipping, handling, and 
installation onto the cryostat. 

The final stage in blanket fabrication is to locate and cut support 
post penetrations and alignment fiducials along the blanket length. As an 
additional allowance for thermal contraction of the blanket assemblies 
during thermal cycling, the support post penetrations are located 3.81 cm 
farther apart than the actual support post locations. This builds into the 
blanket sufficient material to compensate for local thermal contraction. 
Alignment fiducials marked on the inner layer of the blanket perpendicular 
to the blanket length function as quality control measures during cryostat 
installation. Alignment of the fiducials during cryostat assembly assure 
that the blanket has been installed parallel to the cryostat axis. 

CRYOSTAT INSTALLATION 

Locations of the MLI blankets _in_the ,50 mm dip<>_le __ cryostat are shown 
in Figure 7. During cryostat assembly, the Ml.I blanket is wrapped around 
the shield such that the edges of the blanket overlap to form a stepped, 
butt-joint connection as illustrated in Figure 1. The effect of the joint 
connection on overall thermal performance is significantly decreased by 
staggering the blanket penetrations; there are 24 uninterrupted layers at 
any point along the SOK shield, and 5 uninterrupted layers along the 20K 
shield length. Thermal measurements made on MLI joint configurations prove 
that connections made in this manner approach the performance of a Ml.I 
blanket with no seams11 • To further reduce the effects of the blanket joint 
on thermal performance, the inner and outer BOK blanket seams are staggered 
on the cryostat. 

Blanket installation begins by securing opposite ends of the inner 
blanket lower cover layer to each other by full engagement of the hook and 
loop fasteners. As the lower cover layers are overlapped and secured, the 
perpendicular alignment marks are superimposed, thereby confirming a 
cylindrical blanket assembly along the cryostat length. The MLI layers 
between the cover layers are then joined along the cryostat length using the 
stepped-butted joint. As the blanket edges are drawn together, tension on 
the blanket is taken by the sewn seams and cover layers. The MLI material 
located in the greater blanket area between sewn seams is isolated from.the 
tension by the seams. The joint configuration is completed by full 
engagement of the upper cover layer hook and loop fasteners over the joint 
area. The resulting blanket installation is secured from opening by the 
closure of the two hook and loop pairs. Thermal testing of the hook and 
loop fasteners disclosed that the connection became more solid during 
cooldown due to the thermal contraction of the hook/loop connection. 
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Flgure 7. KLI locatlons in the 50 mm cryostat 

The outer blanket ls installed in a like manner. However, the outer 
cover layer of the outer blanket must be removed to uncover the outermost, 
or warm, layer of reflective DAM. Additionally, the emissivity flap, which 
consists of several layers of DAM, must be folded over the heavy spacer 
material covering the seam area to provide a low emissivity surface to 
thermal radiation. 

QUALITY CONTROL 

Quality control features lnherent in the blanket design permit quick 
and easy assessment of the quality of each KLI blanket lnstallatlon durlng 
cryostat productlon. 

Uniform distance between sewn seams after blanket installation is a 
concise indication of proper blanket installation. As a fixed amount of· 
material is contained between sewn seams, and as the amount of material 
remains constant from assembly to assembly as a function of the fabrication 
method, then maintaining a flxed distance between sewn seams maintains a 
fixed layer density from cryostat to cryostat. The result of controlled 
layer density is consistent thermal performance throughout the accelerator. 
During the 40 mm cryostat program, the preferred distance between seams 
across the joint connection was empirically determined for each blanket 
connection by trial fittlng sections of KLI onto actual shields. The 
separation of the hook and loop fasteners was adjusted until the desired 
blanket fit was obtained. llhen the fasteners are superimposed during 
cryostat installatlon, the blanket installation is correct. A like 
procedure will be employed during the initial phase of 50 mm cryostat 
production. W 
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Figure S. Quality control of KLI installations 

During blanket fabrication, the seams are sewn parallel to within 32. 0 
mm along the entire blanket length. Hence, the distance between sewn seams 
across the body of the blanket is a fixed and known parameter. As a quality 
control procedure, measurements of the distance between sewn seams are made 
along the length of each blanket immediately after cryostat installation. 
These measurements provide a clear indicator of the quality of each blanket 
installation. Furthermore, the results, when compared with data from other 
cryostat installations, allow assessment of installation consistency from 
cryostat to cryostat. Figure S illustrates the consistency of blanket 
installations between cryostats; shown is data taken from the KLI 
installations on two SSC 40 mm dipole cryostats. 

Finally, a visual confirmation that alignment marks, placed on the HLI 
blanket perpendicular to the cryostat axis, are superimposed during cryostat 
installation assures that the blanket is installed parallel to the cryostat 
axis. Moreover, it is a positive indication that sufficient material is 
contained between support locations to accommodate thermal contraction. 

SUMMARY 

The KLI system for the SSC 50 mm collider dipole cryostat closely 
resembles the KLI system for the 40 mm cryostat. The performance of the SOK 
KLI system has been experimentally evaluated, with results indicating that 
the design geometry meets the heat load budget for the SOK thermal shield. 
Thermal performance measurements are underway to quantitatively define the 
thermal performance of the KLI system design to 20K. All materials selected 
for use in the KLI system have properties appropriate for use in the SSC 
accelerator environment. Finally, the HLI blanket design allows for cost 
effective fabrication techniques which assure consistent thermal performance 
throughout the SSC accelerator. 
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