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1. INTRODUCTION

A custom fabricated water activity meter was developed to determine the water activity of 
electrolyte solutions. More importantly, the meter was developed for use in a hot cell to 
determine the water activity of supernatant liquids. Water activity is a measure of the intensity 
with which water associates with non-aqueous molecules in the system. For this reason, the 
water activity is an important variable in predicting the partitioning of hydrated solid phases 
during normal Hanford processes such as mixing tank waste types, caustic additions, evaporator 
campaigns, tank transfers and retrievals, and staging of waste for transfer to the Waste Treatment 
and Immobilization Plant.

This report describes a custom fabricated water activity meter and the results of the qualification 
of this meter as described in the laboratory test plan LAB-PLN-11-00012, Testing and Validation 
of an Enhanced Acquisition and Control System. It was calibrated against several NaOH 
solutions of varying concentrations to quantify the accuracy and precision of the instrument at 
20 °C and 60 °C. Also, a schematic and parts list of the equipment used to make the water 
activity meter will be presented in this report.

2. METHOD

2.1 THEORY OF MEASUREMENT

Water activity can be derived from basic thermodynamic and physical principles. The chemical 
potential of a substance can be described by Equation 1. Some requirements must be met for this 
thermodynamic principle.  First, pure water is the standard state where the water activity (aw) is 
equal to 1 (aw = 1). Second, the system must be at equilibrium at a defined temperature.

Equation 1. Chemical Potential as a Function of Fugacity.

� = �� + ����(� ��⁄ )
Where:

� = chemical potential of substance (water)
��= chemical potential of substance at standard state
�	= gas constant
�	= temperature of the system at equilibrium
f = fugacity of substance
f�= fugacity of substance at standard state.
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The activity of a substance is defined as 	a= f f�⁄ . In the case of water, the water activity will be 
denoted as shown in Equation 2, where w is the notation for water.

Equation 2. Water Activity as a Function of Fugacity.

�� = �
��

Where:
��= activity of water.

Fugacity is a metric of the non-ideal deviation of the chemical potential for a real gas from that
of an ideal gas. For condensed phases of liquid at near standard pressures (1 bar), the real vapor 
pressure has nearly the same chemical potential as the vapor pressure of an ideal liquid. 
Therefore, the fugacity terms in Equation 2 can be estimated and replaced by partial pressure 
term, as seen in Equation 3.

Equation 3. Estimated Water Activity as a Function of Pressure.

�� = ����
����
∗

Where:
���� 	= Water Vapor Partial Pressure
����
∗ 	= Water Vapor Saturated Partial Pressure.

The water activity can also be described in terms of equilibrium relative humidity as displayed in 
Equation 4. The equilibrium relative humidity can be described as the relative humidity of the 
head space when the solution and head space gasses are in thermodynamic equilibrium.

Equation 4.  Equilibrium Relative Humidity.

��� = 100%�����
����
∗ � = 100%(��)

Where:
���	= Equilibrium Relative Humidity.

2.2 INSTRUMENTATION

The humidity meter is a 125 mL polymethylpentene (PMP) jar (Nalgene, 2117-0125) with a 
humidity sensor and temperature probe mounted to the lid of the jar by airtight fittings. Figure 1
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is a simple diagram of the water activity meter. During operation, the humidity sensor was in 
contact with the vapors and gasses in the head space and was used to measure the water 
concentration and temperature of the head space contents. The temperature probe was in contact 
with the solution in the jar and was used to measure the temperature of the solution in the vessel. 
The contents in the jar are sealed from the ambient atmosphere, and because the system is sealed, 
the water vapor in the head space was in equilibrium with the solution in the vessel at a 
temperature.

The water activity sensors included a Vaisala humidity sensor (Vaisala, HMP110) and a 
temperature probe (LabJack, EI1034 Temperature Probe). The humidity sensor is a capacitance-
style sensor with a stated accuracy of ±1.7% from 0-90% relative humidity (RH) and ±2.5% 
from 90-100% RH. The humidity sensor was equipped with a temperature sensor with a stated 
accuracy of ±0.2 °C from 0 to +40 °C and ±0.4 °C from -40 to 0 °C and +40 to 80 °C. The 
LabJack temperature probe incorporates a LM34CAZ silicon-type sensor from National 
Semiconductor mounted inside a stainless steel tube. The stated accuracy of the temperature 
probe is ±1.1 °C from 0 to 110 °C and ±1.7 °C from -40 to 0 °C. Both the humidity sensor and 
temperature probe were inserted through the lid of the PMP jar. The humidity sensor was sealed 
from the outside atmosphere using the supplied mounting flange from Vaisala. The temperature 
probe was sealed from the outside environment using a ¼-inch panel mount, bore through, 
compression fitting manufactured by Cole Parmer (Part # EW-06390-10).

The humidity probe and temperature probe were connected to a LabJack U3-HV data acquisition 
device, which was operated through DAQFactory process control software made by Azeotech. 
The data acquisition device provided operating voltages to the measurement probes and also 
provided voltage detection of the probes. The software was used to provide a user interface and 
convert the output voltages from the measurement probes to usable data. 
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Figure 1.  Simple Diagram of Water Activity Meter.

The water activity of the solution can be determined either directly from the humidity sensor 
alone or from both the humidity sensor and the temperature probe. Both applications will be 
explained in the following section along with the advantages and disadvantages of each 
measurement technique.

2.3 WATER ACTIVITY MEASUREMENT USING HUMIDITY SENSOR ONLY 
(METHOD 1)

The water activity can be determined with knowledge of the water vapor content and temperature 
of the headspace, assuming the gases and vapors in the head space are in thermodynamic 
equilibrium with the electrolyte solution. These two variables can be determined using the 
humidity probe only. This method has several advantages. These include the use of a single 
sensor that does not come into contact with the sample, and that no error is introduced during the 
conversion of the sensor output data to water activity data. Equation 5 is the only required 
conversion.
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Equation 5.  Water Activity as a Function of Equilibrium Relative Humidity.

�� = ���
100%

Where:
�� = water activity
��� = Equilibrium Relative Humidity.

2.4 WATER ACTIVITY MEASUREMENT USING HUMIDITY SENSOR AND 
TEMPERATURE SENSOR (METHOD 2)

The water activity can also be determined using the measured humidity and temperature of the 
vapor and gases in the head space and the measured temperature of the solution. The humidity 
and temperature of the head space are determined using the humidity probe; applying these data 
to Equation 6, the partial pressure of water in the head space can then be determined. The 
saturated water vapor pressure (����

∗ ) is estimated from the measured solution temperature as 
determined from the humidity probe using Antoine’s Equation (Equation 7). Knowing the value 
of these variables, the water activity can be determined though Equation 8.

Equation 6.  Water Vapor of Head Space as a Function of Relative Humidity.

����(�����) = ����
∗ (�����) � ��

100%�
Where:

�� = Relative Humidity
����
∗ (�����) = Saturated Water Vapor in the Head Space.

Equation 7.  Antoine’s Equation.

���������
∗ = � − �

� + �
Where:

� = Vapor Space or Solution Temperature as Appropriate in Kelvin
� = 8.10765 (For Water from 0 – 60 °C)
� = 1750.286 (For Water from 0 – 60 °C)
� = 235.000 (For Water from 0 – 60 °C).
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Equation 8. Estimated Water Activity as a Function of Vapor Pressure.

�� = ����	(�����)
����

∗ 	(��������)
Where:

����
∗ 	(��������) = Saturated Vapor Pressure as determined through 

Antoine’s Equation.

The just-described method is much more robust than determining the water activity using the 
humidity probe only. For measurements made with the humidity probe alone, only the water 
vapor in the head space is measured, and care must be taken to ensure the solution is at the same 
temperature as the head space for an accurate measurement. This was not always the case in 
these experiments due to environmental and equipment factors. With the system that 
incorporates the solution temperature, the solution and head space do not have to be at the same 
temperature, and the saturated vapor pressure of the solution can be instantaneously determined
along with the partial pressure of the water vapor in the head space.

2.5 TEMPERATURE CONTROL AT 20 °C

For the experiments conducted at 20 °C , the solutions were cooled using a Peltier cooled dry 
bath (Torrey Pines Scientific, EchoTherm™1 IC35) in conjunction with a custom-manufactured 
aluminum block surrounded with a greenhouse. The aluminum block was milled to fit the water 
activity meter pictured above in Figure 1, and all but the lid and top sides of the sensors rested 
inside the aluminum block. The greenhouse surrounded the water activity meter components not 
directly inside the aluminum block. The greenhouse was constructed of ½-inch thick polyamide 
insulation walls to thermally isolate the water activity meter and aluminum block from the 
ambient atmosphere. The dry bath was in contact with the bottom of the aluminum block. To 
cool the solution in the water activity meter, the dry bath was set to 19 °C (1 °C Resolution), and 
the resulting solution temperature stabilized to around 19.6 °C. Table 1 shows the average 
solution temperature and vapor space temperature of the experiments conducted using this 
system.

Table 1. Average Temperature and 3 Standard Deviation for 20 °C Experiments.
(2 sheets)

Experiment
Average Head 

Space 
Temperature (°C)

Head Space 
Temperature 

Standard Deviation 
(3σ)

Average Solution 
Temperature (°C)

Solution Temperature 
Standard Deviation 

(3σ)

2.5 Molal 21.1 0.182 20.0 0.042
5.0 Molal 19.5 0.130 19.4 0.040
5 Molal Duplicate 20.3 0.142 19.8 0.045

                                               
1 EchoTherm is a trademark of Torrey Pines Scientific, Inc., Carlsbad, California.
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Table 1. Average Temperature and 3 Standard Deviation for 20 °C Experiments.
(2 sheets)

Experiment
Average Head 

Space 
Temperature (°C)

Head Space 
Temperature 

Standard Deviation 
(3σ)

Average Solution 
Temperature (°C)

Solution Temperature 
Standard Deviation 

(3σ)

7.5 Molal 20.0 0.139 19.6 0.042
10 Molal 19.9 0.140 19.6 0.050
12.5 Molal 20.2 0.138 19.8 0.051
15 Molal 20.0 0.140 19.6 0.048
15 Molal Duplicate 20.2 0.144 19.7 0.047
17.5 Molal 20.0 0.150 19.7 0.057
20 Molal 20.5 0.128 19.9 0.037
22.5 Molal 19.5 0.142 19.5 0.052
25 Molal 20.1 0.139 19.8 0.050
25 Molal Duplicate 19.8 0.123 19.6 0.045

2.6 TEMPERATURE CONTROL AT 60 °C

For experiments conducted at 60 °C, the water activity meter was heated using an analog 
laboratory oven (Quincy Labs, Inc., Model 10-180) manually set to 60 °C. The oven contained 
two shelves, and the top shelf was lowered to a position that put the water activity meter in the 
center of the oven. The oven was not temperature controlled and drifted throughout the set of 
experiments due to varying laboratory temperatures. For this reason, slight adjustments were
made to the oven set point when it was observed that the average oven temperature drifted away 
from a desired temperature of 60 °C. However, the oven temperature did not typically vary more 
than 1 °C while collecting a data set for an individual experiment. . tabulates the average 
temperature for each individual experiment. 

Table 2. Average Temperature and 3 Standard Deviation for 60 °C Experiments.
(2 sheets)

Experiment
Average Head 

Space 
Temperature (°C)

Head Space 
Temperature 

Standard Deviation 
(3σ)

Average Solution 
Temperature (°C)

Solution Temperature 
Standard Deviation 

(3σ)

2.5 Molal 58.2 0.149 58.8 0.068
5.0 Molal 59.8 0.169 60.6 0.059
5 Molal Duplicate 58.7 0.220 60.4 0.093
7.5 Molal 59.5 0.212 60.2 0.071
10 Molal 60.7 0.129 62.0 0.060
12.5 Molal - - - -
15 Molal 60.5 0.135 61.7 0.063
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Table 2. Average Temperature and 3 Standard Deviation for 60 °C Experiments.
(2 sheets)

Experiment
Average Head 

Space 
Temperature (°C)

Head Space 
Temperature 

Standard Deviation 
(3σ)

Average Solution 
Temperature (°C)

Solution Temperature 
Standard Deviation 

(3σ)

15 Molal Duplicate 60.9 0.177 63.0 0.062
17.5 Molal 60.7 0.167 62.6 0.079
20 Molal 59.9 0.151 61.3 0.064
22.5 Molal 60.7 0.549 61.2 0.046
25 Molal 60.8 0.490 62.6 0.282
25 Molal Duplicate 59.7 0.157 61.2 0.062

2.7 CALIBRATION SOURCE-NAOH SOLUTIONS

NaOH solutions at various concentrations were used to test the accuracy and precision of the 
water activity meter. The water activity is strongly affected by the presence of sodium hydroxide 
ions with nearly the entire range of water activity (0.05-0.80) measurable with NaOH 
concentrations ranging from 25-5 molal, respectively. Table 3 is a tabulation of water activity of 
NaOH solutions at the temperatures of 20 °C and 60 °C. 

Table 3.  NaOH Solution Concentrations and Estimated Water Activity.
NaOH (mole/kg) aw at 20 °C aw at 60 °C

0.00 1.00 1.00
5.00 0.79 0.80

10.00 0.50 0.55
15.00 0.25 0.32
20.00 0.11 0.16
25.00 0.05 0.08

The water activity for the NaOH solutions in Table 3 were determined from a correlation fit to 
both 20 °C and 60 °C data originating from RPP-RPT-47795, Water Activity Data Assessment to 
be used in Hanford Waste Solubility Calculations, and “Water vapor partial pressures and water 
activities in potassium and sodium hydroxide solutions over wide concentration and temperature 
ranges,” (Balej 1985), respectively. Both data sets at 20 °C and 60 °C were fit with a Sigmoid 
function. The data and the fitted equations are plotted on Figure 2. The equation and fitted 
parameters are displayed in Equation 9 and Table 4, respectively. 
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Figure 2.  Water Activity Data for Aqueous NaOH Solutions.

Equation 9. Sigmoid Regression Equation.

�� = ���� +	� ���
� + ��� ������ − ����

���� �
�

Where:
�� = Water Activity
���� = NaOH Concentration (mole/kg H2O).
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Table 4.  Water Activity Constants for Sigmoid Regression Equation.
Constant Value at 20 °C Value at 60 °C

base 1.1825 ± 0.00886 1.2472 ± 0.014
max -1.1656 ± 0.0114 -1.2391 ± 0.0156
xhalf 8.281 ± 0.0771 8.4124 ± 0.153
rate 4.8474 ± 0.0711 5.9522 ± 0.0962

Quality of Fit
Chi Squared 5.51378 x 10-5 1.61845 x 10-4

Table 5 lists the concentrations of NaOH solutions used in each experiment. The whole number
NaOH solutions originated from the Advanced Technologies and Laboratories International, Inc. 
(ATL) standards laboratory and are noted in Table 5 by ATL book number. These solutions
were titrated to determine the standard concentration to one thousandths of a molal in 
concentration.  The other solutions listed in Table 5 were made by mixing two similar masses of 
a higher concentration solution and a lower concentration solution. For example, the 7.5 molal 
NaOH solution was made by mixing 29.11 g of 5.097 molal solution with 29.37 g of 9.918 
solution for a final NaOH concentration of 7.518 molal. The 2.5 molal solution was made by 
mixing 34.36 g of 18.2 Mohm water with 45.13 g of 5.097 molal solution for a resulting 
concentration of 2.203 molal. A National Institute of Standards and Technology traceable 
balance was used to determine the masses of NaOH solutions used to make the resulting 
solution.

Table 5.  NaOH Solutions Used for Each Experiment.

NaOH 
Solution

Titrated 
Concentration 
(mole/kg H2O)

ATL 
Book 

Number

Mass of Lower 
NaOH/H2O 
Solution (g)

Mass of Upper 
NaOH Solution (g)

NaOH Concentration 
(mole/kg H2O)

2.5 34.36a 45.13 2.203
5 5.097 141N22A - - 5.097

7.5 29.11 29.37 7.518
10 9.918 143N22A - - 9.918

12.5 33.83 39.63 12.57
15 14.837 144N22A - - 14.84

17.5 28.92 30.21 16.57
20 18.223 145N22A - - 18.22

22.5 34.24 43.75 20.85
25 22.913 146N22A - - 22.91

aA mass of 18.2 Mohm distilled water containing no NaOH was added.
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3. RESULTS

3.1 20 °C RESULTS USING HUMIDITY SENSOR ONLY

The water activity of several NaOH solutions at various concentrations as determined using only
the humidity probe at 20 °C is tabulated in Table 6 and displayed in Figure 3. For all NaOH 
concentrations below 22.5 molal, the system showed a slight negative bias with percent recovery 
ranging from a low of 89.1% to a high of 99.1%. A positive bias existed for NaOH 
concentrations of 22.5 and 25 molal. The largest bias was at a NaOH concentration of 25 molal 
with a percent recovery of 118 to 122%. In general, the accuracy of the water activity 
measurement was good for NaOH solution concentrations ranging from 2.5-22.5 molal. The 
regressed 1:1 line showed near perfect agreement with a slope and intercept of 0.98 ± 0.00050
and 0.0012 ± 0.00022 (Inset of Figure 3). The fit was nearly perfect with a coefficient of 
determination (R2) value of 1.02. However, an inspection of individual points demonstrated that 
some deviation from the fit was present with the agreement of water activity data below 0.2. The 
results of the duplicates also demonstrated that this instrument arrangement at 20 °C showed 
good precision. Duplicate tests were conducted at NaOH solution concentrations of 5, 15, and 
25 molal. The greatest reported percent difference (RPD) of the three duplicates was 3.41% at a 
NaOH solution concentration of 25 molal, which is within an acceptable limit of ±5%.
Generally, this method is both accurate and precise in determining the water activity of 
electrolyte solutions with a water activity between 0.20 and less than 1.00. 

Table 6.  Tabulated Water Activity of NaOH Solutions Using Only a Humidity Probe at a 
Temperature of 20 °C.

Experiment NaOH (mole/kg) Mean aw (3σ) % Recovery RPD of Duplicates

2.5 2.20 0.87 ± 0 94.4 -
5 5.10 0.77 ± 0.0011 98.1 0.578

5_Dup 5.10 0.77 ± 0.0014 97.5 -
7.5 7.52 0.64 ± 0.0019 99.1 -
10 9.92 0.49 ± 0.0134 97.4 -

12.5 12.57 0.35 ± 0.0014 96.6 -
15 14.84 0.25 ± 0.0013 95.8 1.23

15_Dup 14.84 0.25 ± 0.0012 97.0 -
17.5 16.57 0.18 ± 0 90.4 -
20 18.22 0.13 ± 0.0013 89.1 -

22.5 20.85 0.1 ± 0.0091 102 -
25 22.91 0.08 ± 0.0012 118 3.41

25_Dup 22.91 0.09 ± 0.0012 122 -
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Figure 3.  Measured and Literature Values of Water Activity of 20 °C NaOH Solutions at 
Varying Concentrations Using a Humidity Probe Only.

3.2 20 °C RESULTS USING HUMIDITY SENSOR AND TEMPERATURE SENSOR

The water activity was also determined using both a humidity probe and temperature probe. The
humidity probe was used to determine the vapor pressure in the head space, and the temperature 
probe was used to determine the temperature of the NaOH solution, ultimately calculating the
saturated water vapor of pure water. The measured water activity of the varying concentrations 
of NaOH solution demonstrated good agreement with literature values as shown in Figure 4. An 
inspection of the figure shows little evidence of bias present in the measurement as the data fall 
in no regular pattern around the literature values (dashed line). This was also confirmed by the
1:1 regression of the measured data plotted against literature values (Inset of Figure 4). It 
demonstrates good agreement over the range with linear regression having a slope and intercept 
of 0.96 ± 0.0018 and 0.011 ± 0.00043, respectively. The fit of the regression had an R2 value of 
0.93 showing good fit. The system accurately predicted the water activity of the NaOH solutions 
varying in concentration from 2.89 to 20.85 molal with the percent recovery not exceeding 
100 ± 4 % as tabulated in Table 7. The measured water activity of the NaOH solution at a 
concentration of 22.91 showed poor results with the percent recovery ranging between 120 and 
123%. The RPD determinations of water activity in the duplicate NaOH samples demonstrated 
good agreement with the RPD never exceeding 3%. These results demonstrate the precision of 
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the instrument is consistent throughout the range of water activity measured. In general, the 
results suggest that this configuration is accurate and precise when measuring the water activity 
of electrolyte solutions with a water activity ranging from 0.20 to less than 1.00.

Table 7.  Tabulated Water Activity of NaOH Solutions Using Humidity Probe in 
Conjunction with a Temperature Probe at a Temperature of 20 °C.

Experiment NaOH (mole/kg) Mean aw (3σ) % Recovery RPD of Duplicates

2.5 2.20 0.93 ± 0.0112 101 -
5 5.10 0.78 ± 0.0072 99 1.90

5_Dup 5.10 0.79 ± 0.0078 101 -
7.5 7.52 0.65 ± 0.0065 101 -
10 9.92 0.5 ± 0.0097 99 -

12.5 12.57 0.35 ± 0.0097 99 -
15 14.84 0.25 ± 0.003 98 1.91

15_Dup 14.84 0.26 ± 0.0031 100 -
17.5 16.57 0.18 ± 0.0026 92 -
20 18.22 0.14 ± 0.002 92 -

22.5 20.85 0.1 ± 0.0086 102 -
25 22.91 0.09 ± 0.0017 120 2.73

25_Dup 22.91 0.09 ± 0.0017 123 -
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Figure 4.  Measured and Literature Values of Water Activity of 20 °C NaOH Solutions at 
Varying Concentrations Using a Humidity Probe and Temperature Probe.

3.3 60 °C RESULTS USING HUMIDITY SENSOR ONLY

The water activity of NaOH solutions of varying concentrations was also determined at a 
temperature of 60 °C using the humidity probe only. Figure 5 shows the values determined from 
the experiment (circles) and literature values of these data (dashed line). An inspection of the 
figure clearly illustrates that the experimentally determined values have a positive bias as 
compared to the literature values. This is also verified by the 1:1 analysis of the data (inset of 
Figure 5) as compared to the literature values. A linear regression of the data indicated a positive 
bias with the slope and intercept having values of 1.04 ± 0.00065 and 0.030 ± 0.00024, 
respectively. The fit had an R2 value of 0.96. The percent recovery of each point shows that the 
water activity was overestimated over the range of NaOH solution with percent recovery ranging 
from 108 - 146% of the literature values. The percent recovery was the greatest at NaOH 
solution concentrations of 22.5 and 25.0 molal with percent recoveries of 121 and 146%, 
respectively. The duplicate analysis ranged from 2.02% to 5.35% indicating good precision.
Again this configuration demonstrated good accuracy and precision determining the water 
activity of electrolyte solutions through a range of 0.20 to less than 1.00. 
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Table 8.  Tabulated Water Activity of NaOH Solutions Using Only a Humidity Probe at a 
Temperature of 60 °C.

Experiment NaOH (mole/kg) Mean aw (3σ) % Recovery RPD of Duplicates

2.5m 2.20 0.99 ± 0.0045 108 -
5m 5.10 0.86 ± 0.0016 107 5.35

5m_Dup 5.10 0.9 ± 0.0038 113 -
7.5m 7.52 0.73 ± 0.0026 109 -
10m 9.92 0.6 ± 0.0017 109 -

12.5m 12.57 - - -
15m 14.84 0.36 ± 0.0013 110 5.07

15m_Dup 14.84 0.37 ± 0.0018 116 -
17.5m 16.57 0.3 ± 0.0102 114 -
20m 18.22 0.23 ± 0.001 108 -

22.5m 20.85 0.17 ± 0.0049 121 -
25m 22.91 0.16 ± 0.0013 146 2.02

25m_Dup 22.91 0.15 ± 0.001 143 -

Figure 5.  Measured and Literature Values of Water Activity of 60 °C NaOH Solutions at 
Varying Concentrations Using a Humidity Probe Only.
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3.4 60 °C RESULTS USING HUMIDITY SENSOR AND TEMPERATURE SENSOR

By incorporating the solution temperature measurement into the calculation of the water activity, 
the determination of the water activity of the NaOH solution proved more accurate. The results 
of this experiment are presented in Figure 6. The plot showed that the measured data agree well 
with the literature values with the possibility of a slight positive bias. However, a 1:1 regression 
of the data (Figure 6, inset) suggests that the bias is inconsequential with the regression having a 
slope and intercept of 1.00 ± 0.0015 and 0.023 ± 0.00045, respectively. The R2 value of the fit 
was 0.96. Table 9 is a tabulation of the results and shows that in most cases the percent recovery 
was less than 5%, except for the 2.5, 22.5, and 25 molal solutions. Also, the precision of the 
measurement was outstanding with RPD of the duplicates at or around 1%. In general, this 
method was effective when measuring the water activity in the range of 0.20 to less than 1.00.

Table 9.  Tabulated Water Activity of NaOH Solutions Using a Humidity Probe and 
Temperature Probe at a Temperature of 60 °C.

Experiment NaOH (mole/kg) Mean aw (3σ) % Recovery RPD of Duplicates

2.5m 2.20 0.97 ± 0.0069 108 -
5m 5.10 0.82 ± 0.0073 103 1.14

5m_Dup 5.10 0.83 ± 0.0064 105 -
7.5m 7.52 0.71 ± 0.0077 105 -
10m 9.92 0.57 ± 0.0041 103 -

12.5m 12.57 - - -
15m 14.84 0.34 ± 0.0026 104 0.93

15m_Dup 14.84 0.34 ± 0.0028 105 -
17.5m 16.57 0.27 ± 0.0113 105 -
20m 18.22 0.21 ± 0.0021 102 -

22.5m 20.85 0.17 ± 0.0086 118 -
25m 22.91 0.14 ± 0.0018 134 1.09

25m_Dup 22.91 0.14 ± 0.0016 133 -



LAB-RPT-13-00006

17

Figure 6.  Measured and Literature Values of Water Activity of 60 °C NaOH Solutions at 
Varying Concentrations Using a Humidity Probe and Temperature Probe.

3.5 METHOD ANALYSIS

As explained earlier in this report, the water activity was determined using one of two methods:
1) by humidity probe only and 2) by humidity probe in conjunction with a solution temperature 
probe. Each method was performed in unison for accurate method comparison. For the purpose 
of this discussion, the method which implemented the humidity probe only will be referred as 
Method 1, and the method which used both the humidity probe and temperature probe will be 
referred to as Method 2.

Some important factors that determined the effectiveness of the method were the percent 
recovery of the measured data compared to the literature, RPD of the duplicate measurements of 
identical NaOH solutions, and the linear fit of a 1:1 regression of the measured data compared to 
the literature data. The percent recovery provides an indication of the accuracy of the method for 
each experiment performed while the duplicate analysis provides an indication of the precision 
for three NaOH solutions of a temperature and method of interest. The slope of the 1:1 
regression provides an indication of trending bias for a range of NaOH solutions for specific 
temperature and method. The intercept provides an indication of a general bias for a particular 
method at a specific temperature. 



LAB-RPT-13-00006

18

An inspection of the results of the two methods used to determine the water activity at 20 °C 
shows that there is no superior method. For the 20 °C experiments using Method 1, the percent 
recovery ranged between 89 and 122% with a mean percent recovery of 100 ± 9.0% (Table 10)
while the percent recovery of the experiments conducted using Method 2 ranged between 102 
and 134% with a mean percent recovery of 102 ± 26.8%. These results demonstrate that
Method 1 is slightly more accurate than Method 2. However, Method 1 was not as precise as 
Method 2 as demonstrated by the standard deviation of the mean of the RPD duplicates. Also, 
the Method 1 slope of the 1:1 regression suggests that the method underestimates water activity 
with increasing values of water activity. 

Table 10.  Consolidated Results of 20 °C Water Activity Experiments.

Method Mean % Recovery 
(3σ)

Mean RPD of 
Duplicates (3σ)

1:1 Regression Parameters

Slope Intercept R2

1) Humidity Probe Only 100 ± 27.4 2 ± 3.6 0.99 ± 
0.0014

0.0054 ± 
0.00083 1.00

2) Humidity Probe in 
Conjunction with a 
Temperature Probe

102 ± 26.8 2 ± 1.2 1.00 ± 
0.0012

0.0029 ± 
0.00038 0.96

Method 2 proved to be the more effective method for determining the water activity of NaOH 
solutions at 60 °C. Both methods had positive bias, but the bias of Method 2 was nearly half the 
bias of Method 1 with a mean percent recovery of 110 ± 33.4 vice 117 ± 37.7. Also, Method 2 
proved more precise with a mean RPD of 1 ± 0.3 vice the Method 1 average RPD of 4 ± 4.5. 
Method 1 also showed a trending positive bias, which indicated a nonlinear response to varying 
water activity. 

Table 11.  Consolidated Results of 60 °C Water Activity Experiments.

Method Mean % 
Recovery (3σ)

Mean RPD of 
Duplicates (3σ)

1:1 Regression Parameters

Slope Intercept R2

Humidity Probe Only 117 ± 38.2 4 ± 4.5 1.04  ± 
0.00065

0.029 ± 
0.00024 0.95

Humidity Probe in 
Conjunction with a 
Temperature Probe

110 ± 33.4 1 ± 0.3 1.00 ± 
0.0016

0.022 ± 
0.0.00045 0.96
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4. CONCLUSIONS

The water activity of NaOH solutions ranging in concentration from 2.203 molal to 22.913 molal 
was determined using a custom water activity meter with a humidity probe only (Method 1) or a 
humidity probe in conjunction with a temperature probe (Method 2). The water activity of the 
range of NaOH solutions was determined at equilibrium temperatures of 20 °C and 60 °C. Both 
methods were effective in determining the water activity through a range of ≈0.20 to 0.93 for a 
temperature of 20 °C while only Method 2 was effective in determining the water activity though 
a range of 0.21 to 0.97 at a temperature of 60 °C. 

In application, Method 2 should be used to determine the water activity of the tank waste 
supernates as the solution temperature probe can accurately determine the solution temperature. 
Using Method 1, the actual solution temperature is not determined, but is assumed to be the same 
as the head space temperature. However, if cross contamination of samples is of concern then 
Method 1 can be used as no sensor comes in contact with the sample. Ultimately, the water 
activity meter configuration implemented during determination of water activity should be based 
on experimental variables.
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