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ABSTRACT 

In this work, we investigate the effect of air convection on laser-beam pointing noise essential for the long trace profiler 
(LTP). We describe this pointing error with noise power density (NPD) frequency distributions. It is shown that the 
NPD spectra due to air convection have a very characteristic form. In the range of frequencies from -0.05 Hz to -0.5 Hz, 
the spectra can be modeled with an inverse-power-law function. Depending on the intensity of air convection that is 
controlled with a resistive heater of 100 to 150 mW along a one-meter-long optical path, the power index lies between 2 
and 3 at an overall rms noise of -0.5 to 1 microradian. The efficiency of suppression of the convection noise by blowing 
air across the beam optical path is also discussed. Air-blowing leads to a white-noise-like spectrum. Air blowing was 
applied to the reference channel of an LTP allowing demonstration of the contribution of air convection noise to the LTP 
reference beam. The ability to change (with the blowing technique presented) the spectral characteristics of the beam 
pointing noise due to air convection allows one to investigate the contribution of the convection effect, and thus make 
corrections to the power spectral density spectra measured with the LTP. 

Keywords: pencil-beam interferometer, long trace profiler, air convection, laser beam, pointing stability, X-ray optics, 
optical metrology, error reduction 

1. INTRODUCTION 
The long trace profiler (LTP) is the basic metrology tool for testing the X-ray optic figure with slope variation on the 
order of one microradian. *-11 However, the task of designing high performance X-ray optical systems suitable for sub- 
micron focusing requires improvement of dedicated metrology instrumentation to sub-microradian accuracy of low- 
spatial-frequency slope measurements. All elements of the instrument must be free of any systematic error and noise has 
to be suppressed to at least this level. In particular, in the case of a pencil beam interferometer in a LTP, this requires a 
corresponding pointing stability of the light beam. The pointing instability of a LTP light source directly contributes to 
the slope measurement error. In order to quantify pointing instability, an LTP with an additional reference beam has been 

In the optical schematic of this instrument, the reference slope signal from a stationary reference minor is 
recorded simultaneously with the slope trace measurement of a mirror under investigation. Then, the reference trace is 
subtracted fiom the sample trace, providing data basically free of error due to pointing instability. A similar approach has 
been used in a Dual-beam laser deflection sensor described in Ref." Unfortunately, compensation of the laser pointing 
instability with a reference beam has some limitations. The optical paths for the reference and the sample beams are 
significantly different. Moreover, the optical path for the reference beam is subject to change during the LTP 
measurement. As a result, the noise and systematic errors due to the imperfections of the LTP optics and convection of 
air along the optical paths are different for the reference and sample beams and can not be completely eliminated with 
the subtraction of the reference signal from the sample signal. Therefore, rigorous information on the laser pointing 
stability, on the effects which lead to increase the pointing variation, and on method to decrease the variations is 
especially important. 

The pointing instability of a laser is deteimined as a temporal angular drift of the beam direction - Fig. la. In order to 
specify the pointing instability of a laser, the usual practice is to provide a value of the change of the beam direction 
upon a certain change of the ambient temperature in the units of rad/"C. Such a specification of the pointing stability 
does not provide the laser user with adequate information on the temporal beam direction stability one can achieve. 
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Here, we are using a presentation of the pointing stability via an angular noise power density (NPD) spectrum, similar to 
a noise power density usually used in  electronic^'^ or a power spectral density (PSD) distribution applied to 
surface roughness  measurement^.'^-'^ 
Figure l a  shows the temporal dependence of laser beam position deviation (in the horizontal direction) from the 
averaged position measured with a beam profile?' and a fiber coupled diode laser module" placed at a distance of 10 cm 
from the profiler. At the sampling time of 0.1 sec (Fig. la), the variation (rms) of the beam position was found to be 
0; s 0.26 pm. The variation magnitude is in a good agreement with the laser pointing stability of about 0.1 prad and the 
profiler positioning accuracy of about 0.1 pm specified for the instruments. 

In order to build an NPD spectrum fi-om a discrete temporal sequence we use a standard procedure. The measured 
temporal sequence denoted as P,(t,) of N points total is transformed into a noise power density spectrum D,(f,) via 
the discrete Fourier transformation: 

2 At 
D,(f,) = At.IFourier(P,(t,))I = ~ ~ P r ( t , ) . e x p { 2 x i ( r - l ) ( s  - l ) / N } ,  

1v ,=I 

where the same definition of discrete Fourier transformation as in Mathematicam is used. 

The result of application of the transformation (1) to the data for the temporal position noise in Fig. l a  is shown in 
Fig. lb. Due to the limit of the length of the temporal sequence measured, there is a large spread of data at higher 
frequencies. The limited sequence can be thought as a product of an unlimited sequence and a rectangular temporal 
window. Fourier transformation of a rectangular window gives the high frequency variations of a resulted noise power 
~pectrum.'~ One of the common ways to decrease the variations is to use a specially shaped window with smooth sides. 
This approach has a disadvantage of arbitrariness of the window shape. There are dozens of windows commonly used 
and none of them has any physical reason for priority (see also discussion in Ref."). The amplitude of the variations can 
be statistically decreased by splitting an initial temporal sequence into two shorter sequences and averaging over two 
noise power spectra for each of the sequences. The efficiency of the procedure is illustrated in Fig. IC. The cost of the 
averaging is the loss of the lowest frequency point of the initial spectrum. The initial sequence can be divided to a larger 
number of subsequences providing more efficient averaging and leading to the loss of lower frequency points of the NPD 
spectra. 

Even stronger suppression of the high fi-equency variations can be obtained with a simple procedure des'cribed in Ref.". 
The technique is to partition the initial measured data into K subsequences, each of M consecutive measured points. 
The subsequences can overlap and, in this sense, they are not independent. Each subsequence is separately transformed 
into a NF'D spectrum (1). Finally, the K spectra are averaged at each frequency to produce a spectrum with a reduction 
of the spread of high frequency data by factor of & . 
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Figure 1: (a) Temporal dependence of the laser beam position deviation fiom the averaged position measured with a beam 
profiler (NanoScanm High-Power Sub-Micron Accuracy Beam Pr~filer'~ with 3.5 mm aperture) and a fiber coupled diode 
laser (57 ICs-Series:' ;1=670 nm, 3 mW light power) placed on the distance of 10 cm fiom the profiler. The profiler 
sampling time was 0.1 sec; (b) NPD spectrum obtained via discrete Fourier transformation (1) of the temporal dependence 
shown in Fig.la; (c) NF'D spectrum averaged over two spectra obtained by splitting the temporal dependence in Fig. la; (d) 
NPD spectra obtained with multiple averaging over shifted spectra (see text for details). 
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Figure 2: Illustration of the averaging procedure 
with partitioning into multiple dependent 
subsequences (see text for details). 
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The described procedure with the parameters M = K = N / 2  , where N = 4000 is the length of the initial sequence that 
was applied to the measurement shown in Fig. l a  and transformed into the NPD spectrum presented in Fig. Id. At the 
chosen parameters, the original data are partitioned into a set of sub-sequences sequentially shifted by one point as 
illustrated by Fig. 2. Note that in Fig. Id the resulting variance at higher frequencies is even smaller than it is after 
averaging over two separated subsequences - Fig. IC. The averaging procedure described above was applied to the all 
data shown throughout this work. 

In Sec. 2, we investigate the effect of air convection on laser-beam pointing stability. The data of using air blowing as a 
method to suppress low-frequency part of the beam-pointing noise due to air convection are presented in Sec. 3. The 
effects of air convection on slope measurements with the LTF' I1 are discussed in Sec. 4 and Sec. 5. 

2. EFFECT OF AIR CONVECTION ON LASER POINTING STABILITY 

Pointing stability was measured by observing the temporal dependence of a laser beam position detected with accuracy 
of 5 O.lpn/& (compare with data in Fig. 1) with the profiler placed at a known distance from the laser. At the 

baseline of the set-up of about 1 my the sensitivity to Variation of the beam direction is - O.lpad/&. In order to 
stimulate air convection, a heater was placed under the light-beam path. The heater was made of one rectangular loop, 
12-in x 2411, of stainless steel wire (0.009-in diam.) that has a resistance of 17.4 Ohm at room temperature. For the 
experiments with the optical path shielded against air-convection perturbations, a one meter long stainless steel tube was 
placed to enclose the beam. The tube had a %-in outer diameter and 0.04-in wall thickness. The experimental set-up was 
assembled on an optical bench placed on a vibration-insolated optical table inside a hutch. An air conditioner kept the 
laboratory room temperature stable within * 0.1"K for a period of -1 hour. Temperature variations inside the closed 
hutch were about =k 20 mK. 

Figure 3 shows temporal dependences of the beam position deviation from the averaged position in the horizontal, x, 
direction (Fig. 3a) and in the vertical, y, direction (Fig. 3b). In the course of all these measurements, the heater was 
installed and supplied at the power indicated in each plot. The traces corresponding to the shielding tube in place, 
surrounding the beam, were recorded at the heater power of 170 mW. That was the maximum power applied in these 
experiments. 

Figure 4 presents the NPD spectra calculated from the temporal data shown in Fig. 3. The lower frequency increase seen 
on the spectra obtained when the shielding tube was removed can be thought as an indication of peiturbation of the light- 
beam optical path due to air convection inside the hutch. The observation that at larger, 170 mW, power, the perturbation 
is larger in the vertical direction also agrees with the hypothesis about a convection effect. Indeed, the steel top of the 
optical bench used for the set-up assembly serves to flatten the air temperature distribution inside the closed hutch in the 
horizontal direction with a maximum temperature gradient to be directed vertically. Therefore, at such a temperature 
distribution, one should expect the air convection to be directed vertically, rather than horizontally. 

A visualization of a flattened convection field with a laser holographic interferogram can be found in Ref.23 In this case, 
the air is heated with a horizontal flat plate. The resulted convection field induces a system of almost horizontal 
interferometric fringes illuminating a variation of air refractive index due to the change of density of the air. 
Correspondingly, the effective length of the horizontal optical path mostly varies in the vertical direction. 

In our case of the wire-loop-heater and at relatively small heat power applied, the convection field is unstable due to 
comparable environmental perturbations that affect the optical path also in horizontal direction. The perturbations lead to 
a deliquescent convection flow resulting in a pointing instability almost equal in the vertical and in the horizontal 
directions. 
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Figure3: Temporal dependence of pointing instability (a) in the horizontal direction and (b) in the vertical direction 
measured at different power applied to the resistive heater. The measurements were performed at the 5 Hz profiler scanning 
frequency with averaging over 5 successive position measurements. 
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Figure 4: Noise power density spectra calculated from the data of the beam-position-Variation (a) in the horizontal direction 
and (b) in the vertical direction shown in Fig. l a  and Fig. lb, respectively. The lower frequency increase of the spectra 
obtained, when the shielding tube was removed and the heater was supplied, is due to a perturbation of the beam optical path 
by air convection stimulated with the heater. 



Figure 5: The interferograms obtained with the ZYGO GPI interferometer available at the OML. (a) - the image 
of a flat etalon with unpowered heater. (b) and (c) - the interferograms obtained when the wire heater produces 
approximately 1 W resistive heat. 

The structure of the convection flow stimulated with our heater is depicted in Fig. 5. The figure shows interference 
pictures obtained with the ZYGO GPI interferometer. During the measurements, the heater was placed between the 
ZYGO output window and a flat etalon. The interferogram in Fig. 5a was recorded when the heater was not powered. 
Figures 5b and 5c reproduce the interferometric images at the different times when the heater was supplied with 250 mA 
current, producing approximately 1 W of resistive heat. That the convection flow is rather unstable is reflected by the 
difference of the interferograms (b) and (c). More stable and regular interferograms looking like two upward plumes can 
be obtained at significantly higher power applied to a similar, wire-based, heater.23 At a higher heat power, smaller 
environmental perturbations do not lead to a significant change of the convective flow. 
The described experiments (Figs. 3,4) suggest an approximately linear dependence of the beam position variation (rms) 
on the heat power applied, when the convection stimulated just with 170 mW power causes fluctuations of the beam 
position up to -1 pm. Taking into account the distance between the light source and the profiler (1050 mm), one can 
conclude about -1 prad variations of the beam direction at the 170mW heater power. The NPD spectra due to air 
convection have a very characteristic form. In the range of frequencies from -5.10-2 Hz to -0.5 Hz, the spectra can be 
approximated with an inverse-power-law function - Fig. 4. Depending on the intensity of the convection controlled with 
a resistive heater, the fractal power index lies between approximately 1 and 3. 

It is interesting to mention, that spectral behavior similar to one shown in Fig. 4 has been reported for the power spectral 
density of the optical path difference induced by the atmosphere turb~lence.2~ 

3. EFFECT OF AIR-BLOWING ON AIR CONVECTION NOISE IN LASER POINTING 
In the previous section it was demonstrated that the effect of air convection on laser beam pointing can be easily 
eliminated with a simple shielding system consisted of a metal tube surrounded the beam optical path. Similarly, a 
simple shield (or enclosure) over the optical head of the LTP helps to suppress air turbulence noise in the LTP sample 
channel. However, such an approach can not be easily applied to the LTP reference channel, where the optical path is 
changing in the course of a measurement. The shielding method does not also provide complete protection for a large 
telescope, where the atmospheric turbulence is one of the major sources for image degradati0n.2~"~ In order to overcome 
the problem, adaptive optical systems compensating for wave-fiont corrugations have been developed and widely used 
for ground based telescopes. However, another much more simple method for suppressing the air convection effect is 
also known to be applied.28 It consists in fast agitation (blowing) of the air across the optical path. 

In this section, we investigate effect of air-blowing across a laser beam optical path on beam pointing stability. The 
experimental arrangement is shown in Fig. 6. The air blowing system consists of 10 low-noise computer fans assembled 
along the 1-m long optical path. The shielding tube and the resistive heater under the tube are also seen on the picture. In 
the course of the experiment, the temporal beam-position measurements were carried out at different experimental 
arrangements: with the shield installed ('shield ON') and uninstalled ('shield OFF'); with the blowing system switched 
on ('fans ON') and switched off ('fans OFF'). 

Figure 7 presents the temporal dependences of the laser beam centroid in the horizontal direction (left-hand plots) and in 
the vertical direction (right-hand plots) measured with the beam profiler placed at the distance of 1050 mm from the laser 
collimator (Fig. 6). The corresponding NPD spectra are shown in Fig.8. 



Figure 6: Experimental arrangement used for 
investigation of air-blowing effects on laser 
pointing stability. The air blowing system consists 
of 10 low-noise computer fans assembled along 
the 1050-mm long optical path. The shielding tube 
and the resistive heater under the tube are also seen - 

on the picture. For more details about the 
experimental set-up see also text in Sec. 2. 
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Figure 7: Temporal variation of laser beam position 
measured with the profiler at 1050 mm from the collimator. 
The left-hand and right-hand plots show the beam position 
deviations in the horizontal and in vertical direction, 
respectively. The measurements (a) were performed with 
the shielding tube installed around the light-beam optical 
path to shield against air convection stimulated with 
100 mW resistive heat power. The fans were supplied with 
5 V  DC voltage. The traces (b) were obtained when the 
shielding tube was removed and the fans were switched off. 
Switching the fans on to 5 V  leads to a significant 
suppression of the convection noise - traces (c). The data 
were measured at the profiler frequency of 10 Hz and with 
averaging over 10 profiles (time constant of 1 sec). 
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Figure 8: Noise power density spectra calculated from the 
data of the beam-position variations shown in Fig. 7. The left- 
hand and right-hand plots show the NPD spectra of the beam 
position deviations in the horizontal and in vertical direction, 
respectively. With the shielding tube installed around the 
light-beam optical path [plots (a)], the NPD spectra have just 
a tiny low-frequency deviation from a white-noise character. 
When the shielding tube was removed and the fans were 
switched off, the NPD spectra obtain a characteristic inverse- 
power-law shape for frequencies between -5.10-' Hz and 
-0.5 Hz. Switching the fans on to 5 V leads to significant 
suppression and randomization of the convection noise; see 
spectra (c). 

The traces (a) in Figs. 7,8 were obtained when the shielding tube was mounted on the beam to shield the optical path 
from air convection stimulated with 100 mW resistive heat power. The fans connected in parallel were supplied with 5 V 
from a stabilized power supply. The pointing instability (nns) measured in this case to be about 0.08 pad, is equal to the 
performance limit of the present set-up. Therefore, the shielding against the convection is reasonably efficient and the 
vibrations of the fans are insignificant. The traces (b) in Figs. 7,8 were obtained when the shielding tube was removed 
and the fans were switched off. The pointing instability (nns) corresponding to air convection stimulated with 100 mW 



was found to be about 0.5 prad. The traces (c) were obtained with an experimental arrangement similar to (b) but with 
. the fans switched on to 5 V. The air-blowing suppresses the beam pointing noise by factor of approximately 2.5, from 

0.5 prad [traces @)I to approximately 0.2 prad [traces (c)]. The data in Fig. 2 were measured at a I-sec time constant 
with a profiler frequency of 10 Hz and averaging over 10 profiles. 

The beam pointing instability data similar to ones shown in Figs. 7 and 8 but obtained at 150 mW heater power are 
collected in Figs. 9 and 10. In this case, the suppression is even larger, .From -0.8 prad [traces (a)] to approximately 
0.26 prad [traces (b)], corresponding to a overall suppression factor of -3. The noticeable observation from the data 
presented in Figs. 7-10 is the randomization of the convection noise under ail- blowing with the PC fans. 

The NPD spectra at higher frequency range are shown in Fig. 11. Figure 1 l a  presents the data obtained with the heater 
and the fans switched off, and no shielding tube installed. In spite of the fact that before the measurement the set-up was 
at quiet environmental conditions overnight, the noise spectrum still has a perturbation characteristic of air convection 
noise seen as an increase toward lower frequencies. The spectrum in Fig. I l b  differs from the one shown in Fig. l l a  
since the fans were switched on at V,= 5V. The air blowing stimulated by the fans leads to the white-noise-like spectra, 
washing out the convection effect and increasing the overall level of noise by factor approximately 2. The corresponding 
pointing instability (nns) is increased from 0.09 prad to 0.17 prad for lower frequency spectra (with averaging), and 
from 0.24 prad to 0.44 prad for higher .Frequency spectra (without averaging). 
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Figure 9: Temporal variation of laser beam position measured 
with the profiler at 1050 mm from the collimator at 150 mW 
power supplied to the heater. All other setting and notations 
are similar to that of Fig. 7. 

Figure 10: Noise power density spectra calculated from the 
data of the beam-position-variations shown in Fig. 9 and 
measured at 150 mW heater power. All other setting and 
notations are similar to that of Fig. 8. 

Figure 11: NF'D spectra measured over a larger frequency 
range. The spectra calculated with and without averaging over 
10 measured profiles are plotted together. The left-hand and 
right-hand plots show the NF'D spectra of the beam position 
deviations in the horizontal and in vertical direction, 
respectively. The data were obtained with the heater switched 
off and no shielding tube installed. (a) The fans are off; (b) 
the fans are supplied with 5V. 



The air-blowing effect on the beam pointing stability was also investigated as a dependence on the voltage Vf applied to 
the fans in the range of 4 V I Vf 5 7 V. It was found that at Vf = 4 V, the air blowing is not efficient enough in order to 
fully suppress low frequency noise due to convection stimulated with 150 mW power. From other side at Vf= 7 V, the 
high frequency noise is noticeably increased. The empirical optimum is nearby Vf= 5V used throughout the work. 

4. AIR CONVECTION AND PSD MEASUREMENTS WITH THE LTP 

The observed spectral dependences (Figs. 11 and 12) of the beam positioning noise due to air convection have a fractal- 
like (inverse-power-law) behavior in the range of frequencies from -5.10-’ Hz to -0.5 Hz. Depending on the intensity of 
the convection controlled with the heater power, the ftactal power index lies between -2 (43 mW) and -3 (170 mW). At 
lower frequencies, the spectra have a white spectral noise character. Such a behavior of low frequency noise in 
convective systems was analyzed in Ref?’ (see also references therein). 

A similar behavior of the power spectral density distributions measured with the LTP was recently observed with a gold 
coated stainless steel mir r~r . ’~  The similarity of the NF’D and PSD spectra noticed in Ref. [2] can be explained assuming 
that the LTP measurements are significantly affected by the air convection along the optical paths of the sample and the 
reference beams. 

Figure 12a presents the PSD spectrum of a stainless steel mirror measured with the LTP.” In the course of the 
measurement, the LTP carriage was translated along the mirror with speed of 2 mmhec and the sampling distance was 
1 mm. The total measured trace was 340 mm. Therefore, the measurement covers a frequency range from -6.10” Hz to 
-1 Hz. Note that in this case, the optical path for each of the LTP channels (reference and sample) has a meter scale. In 
order to compare the result of this measurement with the noise spectra characteristic for the air convection, the PSD 
distribution was re-evaluated as a function of the scallning frequency. The result is shown in Fig. 12b. 

Note that there is a simple rule how to recalculate the power index of an inverse-power-law approximation of a PSD 
spectrum of a surface height variation to the power index of the corresponding noise spectrum presented in the surface 
slope domain. The derivative theorem of the Fourier transfonn (see, e.g.,I4) states that if F(u) is a Fourier transfonn of 
function h(x) , than the derivative Iz‘(x) = a ( x )  has the Fourier transfoim i2nz1F(u) . Therefore, if the PSD of a surface 

height variation h(x)  is approximated with an inverse-power-law function S, (u) = S(l)/ziB , then the PSD of the slope 
variation a ( x )  = h‘(x) has to be described with a power-law function S,(u) = 4n2u2 S(l)/uB cc l/uB-’ , where u is 
spatial frequency variable. That suggests that the slope power index is smaller by 2 than the power index found from the 
surface height variation. 
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Figure 12: (a) One dimensional (1D) PSD spectrum a stainless steel mirror measured with the LTP. (b) The same PSD 
measurement presented as a dependence of the slope NPD on sampling frequency. The dashed line in plot (a) shows a 
fractal approximation with a power index equal to 3. The dashed lines in plot @) depict the characteristic behavior of the 
NPD spectra due to air convection: a linear slope at higher frequencies and a white-spectral noise at lower frequencies. 

In Fig. 12b, dashed lines depict the characteristic behavior of the NPD spectra due to air convection: a linear (in log-log 
scale) slope at higher frequencies and a white-spectral noise at lower frequencies (compare with Figs. 4, 8 and 10). The 
solid and long-dashed traces in Fig. 12b differ in the detrending procedure applied to the measured slope trace. The 
solid trace was obtained with a first-order polynomial detrending. The long-dashed trace is after detrending with a 



fourth-order polynomial, when the mirror figure due to a support system is extracted. One can see that detrending 
perturbs just a couple of the lower-frequency points. 

Thus, there is an obvious similarity of the spectra in Figs. 4, 8 and 10 measured when the convection is stimulated and 
the LTP data shown in Fig. 12b. The similarity suggests that power PSD measurements with the LTP could be 
significantly affected by air convection noise and, in such a situation, should be cautiously used as a measure of a 
mirror's slope and figure. 

5. AIR CONVECTION NOISE IN THE LTP REFERENCE CHANNEL 

Figure 13 shows a set-up used for an experiment to compare the slope noise signals recorded in the reference channel of 
the LTP at an air-blowing system switched off and switched on. The computer-fan-based air blowing system described 
above was split into two sets, each of five fans. The fans of the horizontal set are uniformly distributed along the optical 
path between the LTP optical head and a reference mirror (Fig. 13). The vertical set is mounted along the optical path 
created with the LTP folding mirrors, which are the parts of the optical head. 

Figures 14 and 15 present the temporal dependences of a slope variation in the LTP reference channel recorded with the 
blowing system switched off and switched on, respectively. The measurements were performed in the LTP I1 self-test 
mode. In this mode, the carriage with optical head does not move and, therefore, the effects related to the carriage 
wobbling and wiggling while moving are excluded. Each trace in Figs. 14 and 15 consists of 1000 points measured with 
0.5 sec interval Such a regime is characteristic of the LTP measurement of a significantly long, about 0.5-1 meter long, 
mirror. 

An obvious result of the air blowing seen in Fig. 15 is a significant increase of the higher fi-equency noise. However, at 
air-blowing on, the overall noise variation (nns) was even slightly deceased from approximately 0.95 prad to 0.8 prad. 

In order to illustrate a decrease of noise at lower frequencies, the data shown in Figs. 14 and 15 was filtered with 
averaging over 10 sequential points. The results of filtering are presented in Figs. 16 and 17. After filtering, the rms 
variation of the trace measured at the blowing system off was not noticeably changed, while the rms variation of the 
trace measured at the blowing system on was decreased by factor of two, reaching approximately 0.41 prad. Moreover, 
peak-to-valley variation was also decreased by factor of two. 

Figure 14: LTP printout of the slope trace 
recorded in the reference channel with the 
blowing system switched off. 





Similar behavior of power spectral density distributions measured with the LTP was recently observed in Ref.lg It was 
demonstrated here that the similarity is due the effect of air convection on LTP measurements. The ability to change 
with air-blowing the spectral characteristics of the air turbulence on the beam pointing stability allowed us to investigate 
the contribution of this noise source to the LTP reference channel. 

The performed experiments have demonstrated a significant perturbation of the LTP measurements due to air 
convection effects. It has been also shown that the air-blowing technique developed and based on PC fans allows a 
significant suppression of the noise at lower frequencies. The experiments were performed with the present (original) 
arrangement of the LTP-11, which uses a simple diode laser without temperature stabilization. At quiet environmental 
conditions inside a hutch, the pointing instability of the laser has been characterized with an rms variation of 
approximately 0.36 prad. Such a variation is comparable with the rms variation of the filtered reference signal 
(0.41 prad) recorded with air-blowing on. 

Note that the higher frequency noise measured with the LTP with air-blowing on pig.  15) significantly exceeds the 
noise of 0.17 prad (rms) observed with a fiber-coupled diode laser system and a Nano-scan beam profiler (Fig.11). The 
difference can probably be attributed to the strong temperature dependence of the LTP laser pointing exhibited, while an 
intensive air blowing across the laser is applied. In order to effectively suppress the air convection noise in a new 
version of the LTP, one should use a more sophisticated light source e.g., one based on a fiber coupling. The pointing 
stability of different lasers has also been investigated in Ref3' 
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